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dominant focal lesion between MR, where it is visible, and 
CT, where it is not visible. Here we present preliminary 
technical results from a new combined registration-
segmentation framework for mapping of the dominant cancer 
foci defined on MR onto radiotherapy planning CT images in 
prostate cancer. The approach has the potential to be used in 
adaptive radiotherapy. 
 
Material and Methods: Diagnostic MR and radiotherapy 
planning CT images acquired on General Electric Genesis and 
Signa scanners respectively were selected from 14 patients 
previously treated with external beam radiotherapy. Organs 
at risk (OAR), gross tumour volumes (GTV) and focal lesions 
were defined on all MR and CT images. The approach consists 
of two parts: 1) a rigid image registration method based on 
scale invariant feature transform (SIFT) and mutual 
information (MI); 2) a non-rigid registration method based on 
the cubic B-spline and a novel similarity function. Using this 
as prior data scale-invariant features were identified on the 
MR and corresponding planning CT. The mutual information 
(MI) between the images was used to steer the level set and 
thereby identify the location of the tumour and OARs on the 
CT based on local image information. 
 
Results: The performance of the approach was established 
first by calculating similarity ratios for the rigid and non-rigid 
approaches in the framework (Table 1). The mean similarity 
ratio for the rigid approach was 67.43% and increased to 
91.84% for the non-rigid approach. The registration results 
obtained on the GTV, OARs and focal lesion contours were 
assessed by an expert observer. Clinically acceptable results 
were found in 12 of the 14 patients and in 13 patients the 
non-rigid component of the framework performed better than 
the rigid approach. Figure 1 shows the performance in a 
typical case where the rigid registration approach places the 
focal lesion outside of the prostate and the non-rigid 





Conclusion: This framework has the potential to track the 
shape variation of tumor volumes and could therefore, with 
more validation, be used for focal radiotherapy. 
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Purpose or Objective: The clinical efficacy of adaptive 
radiotherapy requires time efficient contouring that is highly 
accurate to maximise the benefits of exceedingly conformal 
techniques. Atlas based auto-contouring is a fast, patient 
specific method for target volume definition however current 
methods fail to account for interobserver variation. Current 
approaches utilise a training cohort of manually defined 
contours, whereby the assumption is made that the manual 
contour is the ‘gold standard’ contour for that patient. A 
novel method of atlas-based auto-contouring that 
incorporates interobserver variation is presented and 
assessed for whole breast radiotherapy. 
 
Material and Methods: A cohort of 28 CT datasets with whole 
breast CTVs delineated by eight independent observers was 
utilised. For optimal atlas accuracy, the cohort was divided 
into four categories based on mean body mass index and 
laterality. An average atlas was generated from all datasets 
but one in each category, using the MILXView platform. 
Observer CTVs were merged in atlas space to generate a 
contour probability model accounting for inter-patient and 
inter-observer differences. The probability model was 
thresholded to 50% to generate a whole breast CTV auto-
contour. The time taken to auto-contour each patient was 
recorded. For each category, the dataset not included in 
atlas generation was registered to the atlas, enabling the 
auto-contour to be propagated and clipped to the patient 
surface. The auto-contour was compared to the generated 
‘gold truth’ consensus contour generated using the STAPLE 
algorithm, as well as the smallest and the largest CTV for a 
best and worst case scenario. This comparison was performed 
using the Dice Similarity Coefficient (DSC) and Mean Absolute 
Surface Differences (MASD).  
 
Results: The time required to auto-contour each patient was 
3min, 43 sec on average. DSC and MASD of the whole breast 
radiotherapy auto-contour and each target volume averaged 




Conclusion: This atlas-based auto-contouring method 
incorporating interobserver variation was shown to be 
accurate (DSC>0.7, MASD <8mm for all) and efficient (time 
was <4min). Variations in the auto-contour and STAPLE 
contour occur at superior and inferior slices contributing to 
larger MASD values. 
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Purpose or Objective: To derive a well-contrasted T1-
weighted 4D MRI. Four-dimensional MRI is typically achieved 
by retrospective sorting of fast, dynamically acquired T2-
weighted slices, that allow better contrast and spatio-
temporal trade-off than dynamic T1-weighted acquisitions. In 
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order to overcome the limits of T1-weighted 4D MRI, we 
present a preliminary study to derive a virtual T1-weighted 
4D MRI, based on T2-weighted 4D images and a T1-weighted 
breath-hold acquisition. 
 
Material and Methods: Free-breathing, sagittal, dynamic 
multi-slice T2-weighted MRI series of the liver were acquired 
on a 1.5T scanner (Siemens Avanto) in five healthy volunteers 
with a balanced steady state free precession sequence 
(TrueFISP, 20 slices, 20 dynamics, 1.28x1.28x5 mm 
resolution, 150 msec per slice). Slices were then 
retrospectively sorted in 4D volumes according to an image-
based method. A volumetric axial T1-weighted acquisition 
was also performed at breath-hold during inhalation (VIBE, 60 
slices, 1.25x1.25x4mm resolution). The proposed method 
involved applying the motion field derived from the T2-
weighted 4D MRI dataset to the T1-weighted breath-hold 
acquisition. Specifically, a rigid registration of the breath-
hold acquisition was performed onto the T2-weighted series 
at the corresponding inhale phase. Then, we performed a 
deformable registration between each respiratory phase and 
the inhale phase of the T2-weighted 4D scan. The derived 
motion fields for all respiratory phases were then used to 
warp the T1-weighted breath hold acquisition (i.e. deriving 
the virtual T1-weighted 4D MRI).  
 
Results: The performance of the rigid registration was 
evaluated by computing the distance of the organ profile 
between the registered T1-weighted breath-hold volume at 
the inhale phase and the T2-weighted 4D scan at the same 
respiratory phase in two region of interests (liver and 
kidney). The distance between the two volumes was below 
the maximum voxel size (i.e. 5mm). The derived virtual T1-
weighted 4D MRI at exhale was able to compensate for the 
motion obtained from the T2-weighted 4D scan (Figure, A: 
T1-weighted and T2-weighted volumes; B: overlap of virtual 
T1-weighted at exhale (red) with T2-weighted at exhale 
(green) and virtual T1-weighted at exhale (red) with T2-
weighted at inhale (green)). Both diaphragm and vessels 
resulted closer to the T2-weighed 4D MRI at the exhale phase 
than the inhale phase, with a residual distance in the liver 




Conclusion: Our results provide preliminary demonstration of 
a well-contrasted virtual T1-weighted 4D MRI and the 
subsequent description of tumor motion and composition 
according to T1 and T2 weightings. Future work will be 
focused on the validation of the method relying on an MRI 
phantom, which can provide a ground truth T1-weighted 4D 
MRI. 
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Purpose or Objective: Automatic segmentation of daily 
images is an essential component of any online or offline 
adaptive radiotherapy (ART) workflow. Propagating contours 
from a planning CT (pCT) to an on-treatment image, through 
deformable image registration, is the common method for 
automatic segmentation, and there are several such 
algorithms available. Initial validation of these algorithms is 
essential before clinical use, but such testing is inevitably 
performed on a limited patient cohort and cannot guarantee 
absence of propagation failures in clinical use. We present 
here a workflow for automated QA of contour propagation 
performance on an individual patient basis. The validity of 
the technique is demonstrated for a cohort of head and neck 
cancer patients. 
 
Material and Methods: The workflow for automated QA on an 
on-treatment Cone Beam CT image obtained on fraction N 
(CBCTn) is described below (Fig 1). Structures are first 
outlined on the pCT (A). Structures are then propagated from 
pCT to CBCT1 (CBCT taken during fraction 1) and manually 
reviewed once (B). On treatment day N, structures are 
propagated to CBCTn (B). For QA, the structures on CBCTn 
are propagated back onto CBCT1, such that there are two 
sets of structures on CBCT1 (C). The correspondence between 
these structures indicates the quality of the propagation on 
day N (D). The structures are compared using the Dice 
similarity coefficient (DSC) and the mean distance-to-
agreement (DTA). The workflow was tested on ten head and 
neck cancer patients. Parotids were outlined on the pCT and 
six weekly CBCTs (CBCT1-6). A commercial automatic 
segmentation algorithm (ADMIRE, Elekta) was used to 
propagate structures onto the weekly CBCTs from the pCT, 
and the true accuracy was evaluated by comparing the 
propagated structures with manual delineation using DSC and 
DTA (defined as consistency metrics). Errors were then 
introduced into some of the contours by deliberately 
combining contours and CBCTs of different fractions. It was 
investigated whether the consistency metrics correlated with 
the true accuracy, and whether they could be used to 
identify the introduced errors. 
 
